We describe a higher magnifying power operating microscope system to improve one method of highquality microsurgical clipping for cerebral aneurysm in some cases. This higher magnification is achieved by a new lens design in the optical system, which makes the image of the object very clear at high magnifications (distinctiveness of 7 µm). This higher-resolution operating microscope system provides the surgeon with higher-magnified images (at the maximum of more than 30× magnifications as each working distance) in the operating field. The magnifications can be changed from low power (2.9×) to high power (62.0×) depending on the circumstances in a given procedure. We have used this operating microscope system on 11 patients with microsurgical clipping for cerebral aneurysms. Microsurgical treatment could be performed safely and precisely. All aneurysms were treated without any technical complications. We think that the use of this microscope would have potential benefits for microsurgical treatment for cerebral aneurysms because of better visualization.
Introduction
since the results of the international subarachnoid aneurysm trial study were reported, endovascular procedure has been widely indicated to treat cerebral aneurysms. 1, 2) however, clipping surgery still occupies an important position to treat them. Especially, high-quality microsurgical procedures are more important to treat them with low surgical morbidity than before.
3) recent developments of microsurgical technology may support it. thus, appropriate observations and precise manipulations under the operating microscope are of paramount importance in microsurgery. to achieve this purpose, we have recently developed a new surgical microscope with more than 30× magnifications and reported its extraordinary usefulness during microvascular anastomosis. 4, 5) here we described our experience of the use of the higher-magnification microscope system in treating cerebral aneurysms.
Patients and Methods
We treated totally 278 cerebral aneurysms at our hospital between November 2007 and august 2011. the treatment option used at our hospital was determined based on discussions by both microsurgical and endovascular neurosurgeons. as a result, 153 aneurysms were clipped through craniotomy. of these, a higher-magnification operating microscope was employed to treat 11 (7.2%) aneurysms. there were five males and six females. their mean age was 65.4 years, ranging from 57 to 71 years. two were ruptured aneurysms and nine were nonruptured. the location of aneurysms included the middle cerebral artery (MCa) in seven cases, the internal carotid artery in one, the anterior communicating artery (aComa) in two, and the posterior inferior cerebellar artery in one. their clinical characteristics are summarized in (Fig. 1) . the system is a standard zooming system and a newly developed high magnification system, with a magnification changer in the binocular tube system. this design permits high-resolution observation at a high magnification at suitable working distances. the zoom ratio of the microscope is 1:8. the spatial resolution and depth of focus for this new lens design is very high and good (distinctiveness of 7 µm and depth of about 1.0-2.0 mm at highest magnification). the eyepiece is 10×. the microscope stand has the ability to stop until three cycles against an external impact. the microscope has a novel illumination system of a 300-xenon light source and a foot pedal for hands-free operation. in the operating microscope with the single focal objective lens, the three fixed working distances are 200, 250, and 300 mm in neurosurgery. the combination of a 10× eyepiece and the 200-mm objective lens enabled a range of final magnification from 4.4× to 50.4×. the 250-mm objective lens enabled a range of final magnification from 3.5× to 40.3×. then, the 300-mm objective lens enabled a range of final magnification from 2.9× to 33.6×. the objective lens had to be exchanged before an operation. in the operating microscope with the varifocal objective lens, the variable working distances range from 240 to 330 mm. the objective lens system did not have to be exchanged. the combination of a 10× eyepiece and the variable objective lens enabled a range of final magnification from 2.9× to 62.0×. the objective lens had a multifocal lens system that did not need to be exchanged. the usual surgical procedures and instruments were employed in the microsurgical treatment. the magnifications were changed from low power to high power depending on the circumstances in a given procedure. Microsurgical procedures were performed at higher magnifications in certain situations.
Results the magnifications could be altered to match the requirements as needed. in microsurgical procedures, higher magnifications were employed to observe and dissect the vessels that were tightly adhered to the aneurysms in the deep surgical fields. the images of the object were much clearer at higher magnifications than at regular ones. the working space, size of the field of vision, and illumination of the operative fields were also suitable to observe the small objects precisely. this equipment facilitated safe and precise observations and performance in various microsurgical situations. No intraoperative complications were encountered with the use of the novel microscope system. Postoperative angiograms revealed vascular reconstruction of the clip. No 
I. Illustrative case 1
a 62-year-old male patient was incidentally discovered to have a left MCa aneurysm and underwent surgery because of a small aneurysm. a wide neck aneurysm was observed at standard magnifications via a left pterional approach (Fig. 2a) . the dissection of the dome of an aneurysm and a temporal lobe was performed at higher magnifications safely (Fig. 2b, C) . the aneurysm was clipped with a curved clip (Fig. 2d) . the postoperative course was uneventful. Postoperative digital subtraction angiography documented complete obliteration of the aneurysm and normal filling of the surrounding vasculature.
II. Illustrative case 2
a 70-year-old female patient was incidentally discovered to have an aComa aneurysm and underwent surgery because of a small aneurysm. the dissection of the surrounding aneurysm and a left optic nerve was performed at higher magnifications for preservation of the nerve and perforating arteries via a left pterional approach (Fig. 3a, b) . the aneurysm was clipped with a straight clip and observed to preserve the surrounding small vessels and the optic nerve (Fig. 3C, d ). Postoperative (more than 30× magnifications) because it has a newly designed lens system with a higher resolution. it means that the information of the visualization (optical quality) is increased. this operating microscope has a 10× eyepiece that is also optically adjustable. the range of the magnifications can also be altered to match the requirements for a particular situation. the disadvantage of high magnifications is that the increased magnification requires a darker operative field and a reduced depth of focus. in this microscope, visualization at high magnifications is achieved using a novel illumination system consisting of a xenon light source with a filter of reduced heat. the depth of focus in this microscope is about 1.0-2.0 mm at the highest magnification (62.0×), which is acceptable because the object is quite small. this microscope also has the ability to attach to the device of intraoperative videoangiography using indocyanine green.
in microsurgical work for cerebral aneurysms, the operative field must be arranged optimally. it is very important that the magnifications are of adequate ranges in various operative situations for each surgeon. We performed microsurgical observation and dissection around an aneurysm at higher magnifications. however, we applied to clip the neck of the aneurysm at appropriate magnifications and good depth of focus, because it was important to observe the profound of it. use of the range of high magnifications may be limited to cerebral aneurysm operations. Furthermore, it would be needed for surgical skills at higher magnifications. however, we think that microsurgical observation and dissection of the object size of 0.5-1.0 mm digital subtraction angiography documented complete obliteration of the aneurysm. the patient had no complications and was discharged.
Discussion
recently, modern microscopes have been developed multiple modalities and visualization techniques intraoperatively. 6) in literature, Zeiss oPMi 1 (the first operating microscope) with a single focal system had a working distance of 100-405 mm and final magnifications of 2.5-50× by Galilean step magnification changer. 6, 7) yasargil described that it should adjust the degree of magnification according to the size of the object and also described that magnifications of 25-40× for a 0.5-1.0 mm of the object size should be selected. 8) a 40× magnification, which was the combination of a 20× eyepiece and the 200-mm objective lens by this Zeiss oPMi 1, was the highest magnification for neurosurgery. however, this image at highest magnification would be magnified by the eyepiece, but would be unclear, dark, and with a short working distance. it means that the resolution (optical quality) was not increased. optical quality of the intraoperative image is an important factor for microsurgical procedures. 9) Moreover, standard operating microscopes in neurosurgery usually use a 10× or 12.5× eyepiece, objective lenses of focal lengths 200-350 mm and a range of final magnification from about 2× to 20× magnification in surface and deep surgical fields. 10) these do not have a range of more than 30× magnifications.
this operating microscope system offers the image of the object clear at higher magnifications would be needed regardless of large or small size of an aneurysm itself. it is obvious that practical final magnifications of more than 30× at each working distance would provide higher-magnified stereoscopic operative views. We think that the use of this microscope would have potential benefits for microsurgical treatment for cerebral aneurysms because of better visualization.
